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MALE LUER LOCK FITTING 
PER ISO 594-2

1.00 

 1.00 

 4.66 

 3.73 

 .42 

.16 

NOTES: 
MATERIALS:
• BARREL: POLYCARBONATE (CLEAR)
• PLUNGER: ABS (YELLOW)
• SYRINGE TIP: SILICONE (BLACK)
• ISO 80369-7 COMPLIANCE TRANSITION IN PROCESS

(CONTACT A BUSINESS MANAGER)
https://meritoem.com/about/iso-80369-small-bore-connector-
standard-iso-80369-7-for-vascular-and-intravenous-applications/
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SYRINGE, MEDALLION, 20 mL, WING GRIP, YELLOW 

MALE LUER LOCK FITTING
PER ISO 80369-7; 2021 SEE NOTE
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